
Fumehood Testing Blueprint

               Duty / Task 

A Site Assesment

1 Safety/Security Evaluation

2 Evaluate Work Area Layout

B Equipment/Materials

1 Select and Assemble Equipment

2 Select Materials for ASHRAE 110 Performance Test

C Operational Environment Assesment

1 Preparation of Immediate Work Area

2 Perform Environment Test

D Inspect Fume Hood Construction

1 Evaluate the Sash Operation

2 Evaluate the Baffles

3 Evaluate Fume Hood Components & Features

4 Determine If Airfoil Present

E Perform Fume Hood Testing

1 Perform Face Velocity Test

2 Perform VAV Face Velocity Control Test

3 Perform VAV Response Test

4 Perform Local Airflow Visualization

5 Perform Large Volume Airflow Visualization

6 Perform Static Tracer Gas Test

7 Perform Peripheral Tracer Gas Test

8 Perform Sash Movement Containment Test

F Prepare Data Analysis and Client Report

1 Summarize Test Results

2 Document Procedures
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